Clearly defined design input is key to product development.
Robust Design Input is critical to the cost-effective and timely development of safe and effective medical devices. By ensuring that the Design Input considers both technical performance characteristics and safety, the designer can proceed with confidence that the finished device will address the full complement of required functionality, user needs, and intended uses.